An unusual complication of a peritoneal dialysis catheter.
Peritoneal dialysis catheters have undergone various modifications over time in an effort to reduce technique failure. Complications resulting from the catheter insertion technique can contribute significantly to technique failure. We report one such complication, highlighting the importance of careful surgical technique in ensuring proper catheter placement.